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Trade Kame: Medcomp® Power Injsctable Safery Huber Neadle

Intravascular Admusiration Sai

Subcuraneous, mptanted. inravascutar mrusw}: port and catheter
General Hospiral

Common Mame:
Ciassificatior Name:
Classificaton Panel:

C.F.E. Sections ¢580.5440
Product Code: FPA
Class: : I

K080544, CT injectable Safety Huber Neadle,
concurrence date August 14, 2008,

Predicaie Devices:

Device Description:

The Power lmjectable Safety Buber Needle i composed of a sharpeped anti-coring Huber stvle
needle for port septum access having a safety feamre which is manually operated and will prevent

ceidental needle sucks when advanced whick i conpected to & copventionel stvie exiension set
fcr attachiment 1o standard 7V/Drug infusion fins sste ‘

The proximal end of the needle cannula is adhesively sealed to the molded housing which contains
a glue well and find thro hole. The flmd thro hole leass 1o the distal end of the extension line ser
that is alsc adhesively bonded in the moldsd housing. The distal end of the extensiop wibing
contains & fermale luer connector witk: removable dusi cap on the proximal end creating a fiuid path
from the needle tip thru the female luer. The infusion set s also offered w & configuration where
the extension tubing comains a Y-5ite counector with removable dust cap placed midway between
the needle and the female luer CORDECIOT, The exiznsion wbing contains purple pigment to indicate
ite vse for lugh pressure. The Y portion of the connecior is 2 molded female luer that is sealed with
& removable dust cap. A pon-removable pinch clamp s Jocated betwesn the femaie juer and pesdle
canmule. On fine sets with a Y-Site connecror, two pinch clamps are present located berwesn the
female lus: and the Y-Siic and the Y-Sit= and tbe needle cannuia. The pinch clamps are designed
that when engaced. fluid fiow is restricted thrn the sxTension wbing.

The peedle cannula is constructed with a Huber stvle anti-coring needle tip. The cannula is
stzinless steel and 15 shuelded by a removable star peedie guard of plasne consiraeton.
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The molded wing housing is of plastic construction and contains ngid prowuding wings.

The moided wing housing is snap fitted into the molded housing via 2 secursment post. The wing
housing s of plastic conswrucnon with a2 proruding wing designed flush with the under swrface of
the housing. The wing housing contains 2 thru hole thar easily siides over the needie cannula. The
wing housing contains a torsior spring thar 1s positioned on & post and is orientared 1o & positioning
chanpel. The rorsion spring 15 ip & compressed stare unidi the molded housing is removed from the
wing housing ai which time the torsion spring is automavically activaied. The wing housing
consists of a base © which the securement bag is adhesivelv bonded.

The molded howsing is connectzd to the wing housing viz the securement bag. The securement bag
{2 polvesier {iim lamination) is adhestvely bonded i the molded housing and the wing housing.
The securement bag ¢ compressed {accordion stvie) berwesn the moided howsing and wing
bousing and is of length sufficient to activawe the Torsion spring and to prevent the pasdie np from
entering the securement bag arsa.

In pormal operanoz, the moided housing s activared during removal of the needl= from the panient.
The wing housing s held firmiv n place while the molded housing i disengacsc. The molded
bousing s disengaged from the wing housing bty grasping the elevated portior of the moidad
housing and sliding the molded housing i an upward. dirsction. The molded bousing will
disengage from the wing housing and will advance umt the torsion spring i¢ past the needie tip at
which time the torsion spring wil! snap over the needle access hole. Upon sorng acrivation, there
will be ap audiole chick sound as the spring snaps against the wing honsing. The secursmemt bag
prevents the moided nousing from advancing off the needie cannulz and the torsion spring prevents
the needie from advancing out of the housing.

Prior to use, the exposed portion of the needle cannule, Including the sharpened needie tip area, is
coated with a silicone fiuid to render the needle lubricious and w reduce the insertion (penetration)
and drag foree to industry accepiable values,

Each needle size nas 1.D. Rings located within the pinch clamp to identify the appropriate infusion
rate for the not=d needle gauge size, Components will be assembled by the manufacturer ingo
standard configurations with or withour the "Y-Site” and packaged.

Endicstions for Use:

The Medcomp® Fower Injectanle Huoer Neadie Saferv Infusion Set is imended for use in the
administration of fiuids and drugs, as wel] as blood sampling through implantsd vascular access
ports. The Medcomp® Power iniectabie Huber Needie Safery Infusion Set is alsc indicared for
power injection of contrasi media inw the cenival venous svsiem with implaniec vescular access
ports indicated for power injection. The maximum rscommended infiston rate ar 1.8 ePs is 5
ml/sec for 19 ganee and 20 gauge non-coring Huber stvle needies and 2 mb/sec for 22 gauge non-
coring Huber style neadies.

Comparisor to Predicaie Devices:
The power Imectable saferv Huber needle is substantaliv equivalent 1 the predicaie device in

terins of intended use. basic design, maienals, performance, labsling, manufacturing process and
method of sterilization.
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Bench / Performspee Datg:

Pressure testing has been performed on each needle gange size to determine pressure ratings.
Pressure ratings for the appropriaie needle gavge 15 located on the LD Ring located within the
infusion hine clamp.

Chinical smdies wers not deemed necessary simce no changes have been made 1o the desien,
packaging, sterilization or mdications for use tnat would bave apy effect on the safery and
effectiveness of the device when compared to the legally markewed predicate device.

Biocompatibilify:

Testieg for ali matertale is found v Section 15. All biocomparibiiiny testing demonstaies the
maierials used meer the reguirements of ISO 10992

Technological Characieristics:

Techmojogical similarities berween the propoesed devices and predicars devices remaip the same.
Summary of Sebstaniial Equivalence:

The proposed devices meer the performance criteria of design verification as specified by ISC
stapdards, guidance documents and internal t2st protocois. The proposed device has toe same
iniended use, operation and funcnon as the predicates. There are no differences that raise new

issues of safety and effectiveness. The proposed device is substantially equivalent to the Jegalh
marketed predicate devices.
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January 8, 2014

MEDCOMP®

Mr. Timothy Holwick
Regulatory Associate

- 1499 Delp Drive
Harleysville, PA 19438

Re: KI132880
Trade/Device Name: Medcomp® Power Injectable Safety Huber Needle
Regulation Number: 21 CFR 880.5440 )
Regulation Name: Intravascular Administration Set
Regulatory Class: II
Product Code: FPA
Dated: September 20, 2013
Received: September 23, 2013

Dear Mr. Holwick:

We have reviewed your Section 510(k) premarket notification of intent to market the device
referenced above and have determined the device is substantially equivalent (for the indications
for use stated in the enclosure) to legally marketed predicate devices marketed in interstate
commerce prior to May 28, 1976, the enactment date of the Medical Device Amendments, or to
devices that have been reclassified in accordance with the provisions of the Federal Food, Drug,
and Cosmetic Act (Act) that do not require approval of a premarket approval application (PMA).
You may, therefore, market the device, subject to the general controls provisions of the Act.
The general controls provisions of the Act include requirements for annual registration, listing of
devices, good manufacturing practice, labeling, and prohibitions against misbranding and
adulteration. Please note: CDRH does not evaluate information related to contract liability
warranties. We remind you, however, that device labeling must be truthful and not misleading.

If your device is classified (see above) into either class 1l (Special Controls) or class Il (PMA), it
may be subject to additional controls. Existing major regulations affecting your device can be
found in the Code of Federal Regulations, Title 21, Parts 800 to 898. In addition, FDA may
publish further announcements concerning your device in the Federal Register.
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Please be advised that FDA’s issuance of a substantial equivalence determination does not mean
that FDA has made a determination that your device complies with other requirements of the Act
or any Federal statutes and regulations administered by other Federal agencies. You must
comply with all the Act’s requirements, including, but not limited to: registration and listing (21
CFR Part 807); labeling (21 CFR Part 801); medical device reporting (reporting of medical
device-related adverse events) (21 CFR 803); good manufacturing practice requirements as set
forth in the quality systems (QS) regulation (21 CFR Part 820); and if applicable, the electronic
product radiation control provisions (Sections 531-542 of the Act); 21 CFR 1000-1050.

If you desire specific advice for your device on our labeling regulation (21 CFR Part 801), please
contact the Division of Small Manufacturers, International and Consumer Assistance at its toll-
free number (800) 638-2041 or (301) 796-7100 or at its Internet address
http://www.fda.gov/MedicalDevices/ResourcesforYou/Indusiry/default.htm. Also, please note
the regulation entitled, "Misbranding by reference to premarket notification” (21CFR Part
807.97). For questions regarding the reporting of adverse events under the MDR regulation (21
CFR Part 803), please go to
http://www.fda.gov/MedicalDevices/Safety/ReportaProblem/default.htm for the CDRH’s Office
of Surveillance and Biometrics/Division of Postmarket Surveillance.

You may obtain other general information on your responsibilities under the Act from the
Division of Small Manufacturers, International and Consumer Assistance at its toll-free number
(800) 638-2041 or (301) 796-7100 or at its Internet address
httmf/vaw.fda.gov!Medicngevices_fResourcesf‘orYog/Industrv/default.htm.

Sincerely yours,

Kwame:0. Ulmer -

Erin 1. Keith, M.S.

Acting Director

Division of Anesthesiology, General Hospital,
Respiratory, Infection Control and
Denta! Devices

Office of Device Evaluation

Center for Devices and
Radiological Health

for

Enclosure
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Food and Drug Administration Expiration Date: December 31, 2013
Indications for Use See PRA Statement on last page.
510(k) Number (if known)
K132880
Davice Name

Medcomp® Power Injectable Safety Huber Needle

Indications for Use (Describe)

The Medcomp® Power Injectable Huber Needle Safety Infusion Set is intended for use in the administration of fluids and drugs, as
well as blood sampling through implanted vascular access ports. The Medcomp® Power Injectable Huber Needle Safety Infusion Set
is also indicated for power injection of contrast media into the central venous system with implanted vascular access ports indicated
for power injection. The maximum recommended infusion rate at 11.8 cPs is 5 ml/sec for 19 gavge and 20 gauge non-coring Huber

" style needles and 2 ml/sec for 22 geuge non-coring Huber style needles.

Type of Use (Select one or both, es spplicable)
Preai:dptlon Use (Part 21 CFR 801 Subpart D) ] over-The-Counter tUse (21 CFR 801 Subpart C)
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e ————————————

.o .. . FORFDAUSEONLY - . ft
Concumance of Centar for Devices and Radiological Health (CDRH) (Signature)

Digitatly signed by Richard
C.Chapman

Date: 2014.01.06 08:05:47
-05'00'

FORM FDA 3881 (9/13) Page 1of 2 PBC Nublishog Rerviems (3014414720 EF

e —



This section applies only to requirements of the Paperwork Reduction Act of 1995.
*DO NOT SEND YOUR COMPLETED FORM TO THE PRA STAFF EMAIL ADDRESS BELOW."

The burden time for this coilection of information is estimated to average 79 hours per response, including the
time to review instructions, search existing data sources, gather and maintain the data needed and complete
and review the collection of information. Send comments regarding this burden estimate or any other aspect
of this information collection, including suggestions for reducing this burden, to:

Department of Heaith and Human Services
Food and Drug Administration

Office of Chief information Officer
Paperwork Reduction Act (PRA) Staff
FPRASIaff@fda.hhs.gov

"An agency may nof conduct or sponsor, and a person Is not required fo respond to, a collection of
information unfaess i displays a currantly valid OMB number.”
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